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In-service
checklist
Large bone power tool guide
for O.R. staff

The points below should be covered when carrying out a
large bone power tool in-service for scrub personnel.
Tips: To ensure a good turnout, before your in-service,
advertise the important details in common places (above
scrub sinks, bulletin boards, etc.) and via email.
%HJLQQLQJDQLQVHUYLFHE\DGGUHVVLQJGLIÀFXOWLHVDQG
listing them in front of your participants is a best
practice among trainers. From there, the in-service
provider can walk through the steps necessary to resolve

WKHVHGLIÀFXOWLHVDQGFRYHUDQ\RWKHUUHOHYDQWSURGXFW
information. To establish further understanding of the
product, it is recommended that the staff be asked to
perform functions on the equipment without assistance.
,WPD\DOVREHEHQHÀFLDOWRSDUWQHUWKHJURXSXSDQGDVN
for a return demonstration.
To assure optimal participation and information
absorption, it is recommended that in-services are made
mandatory, attendance is tracked and followed up with a
quiz or a test.

Handpieces
Q

Identify each type of power tool and explain what their action is and where they may be used.

Q

Name each attachment and give an example when it may be utilized.

Q

Explain how to activate and deactivate the safety switch on the handpieces.

Q

Demonstrate how to safely insert and remove an attachment from a handpiece.

Q

Show how to insert and remove the different saw blades safely.

Q

Demonstrate the operation and functions of the triggers on the handpieces.

Q

Explain when to use and demonstrate how to effectively use the pin and wire collets.

Batteries
Q

Identify the different types of batteries and explain what handpieces they accommodate.

Q

Demonstrate how to insert and remove batteries from the handpieces.

Q

If using aseptic batteries demonstrate how to transfer batteries into the battery casing using the
transfer shield.

Q

Explain the fuel gauge indicator light on the battery.
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Battery charger
Q

Show how to turn on the charger and insert and remove batteries from the charger terminals.

Q

Identify the key functions of the information screen.

Q

Explain the various indicator lights and what they mean.
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